Broad resonance-edited 31P spectra obtained with a single radiofrequency channel.
The broad phosphorus resonance of isolated perfused liver can be removed by selective presaturation with a DANTE pulse train. The use of the DANTE pulse allows the broad resonance to be removed without the use of multiple RF channels or the ability to switch the observation channel from low to high power.